CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory PN

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance™® for the Intoxilyzer 5000 Serial Number

lolo - 00 755 maintained by the Tucson Police Department
Crime Lahora‘mr}f pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A 3,
for a 0.0B0AC solution are 0.070AC to 0.090AC.

Date: f:.?-‘r/j:-:- jod/ Call fU75  AC Cal2 0.075 .AC
Date:__—'_'/iﬁ fx_*«_’ Gall Hueiss AC Cal2 o777 AC
Date:___ M/ Cal 1 AC Cal2 AC
Between the dates of __ /2 /30/5"‘!’ and “I/."?/E'fr

the instrument was working properly and accurately.

The instrument was out of service for repair from N /1/3;

o

/KULHLL( 5% Covads
g

enmfer L. Coombs

ADPS QAS Permit # QAS 29886
SUBSCRIBED AND SWORN to before me this 5 , day of

'I;Plh.r'*u (i r"-'-j e

Notary Public

_rrrfl'.:!A_L SEAL

r(A FAY A, KINNEY
NOTARY PUBLIC-ARIZONA

PIMA COUNTY
My Comm. Exp. Sept. 4, 2008

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage davices of the Tucson Police Department.




ARTZONA DEPARTMENT OF HEAL

STANDARD QUALITY ASSURANCE PROCEOURES \
INTCXILYZER MODEL 5000*

AGENCY Tucson Police QA SPECIALIST iEDm&E CQCME?JS Hlllg©

(Brint MName)

INTOXILYZER SERIAL # ME"QQE{E?E LOCATION Qg“j

DATE Ebﬂ!ﬂﬂf 19 - 3@5 TIME JeQS™

e Display reads “READY TO STRRT” or “PUSH BUTTON TO START
TEST-. ™
DTAGNGSTIL TESTS .
# DVM Test check. Setting should be between .200 and j
3. o

Mode selection swibeh 52 an, SI .ar

00. FF ¢
V/f keyboard menu selection “H". Reading is _ZEET_
15D

r
0

n
b

Display Test check. Mode selectien switch S1 on and &2
and 53 off or keyboard menu selection “V".

V/f Brinter Téest cheéck. Mode selection switch 51, 52, 53
of f or keyboargd menu selection “B™.

V/{ Clock time check. Mode sslection switch 510 on or
keyboard menu selectign “EY,

V// Bate check. Mode ss=lection switech 511 on or keyboard
manu sseleccion “E".

OPERATIONAL TESTS
Alcohol free subject Test result 0.000 AC
il Error recognition logic system functioning
Invalid test printed
!ﬁ Proper sample recognition syste
invalid sample printed
Deficient sample printed

N/A Completeness of sample purge with collection tube®+
e Calibration standard 0. 050 AC
Results: 0. O7S5AC € 0 p77 AC
Instrument operating properly and accurately. YES V/ND

COMMENTS

/ ) g
SIGMATURE J&/ﬂ/ﬂlﬂu /}{/ MS

0. N/A alcoho coné;Ltratian standard collected for subsegusnt
analysis.**

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD
*+MHEIS STEP IS ONLY BREQUIRED IF THIS DEVICE IS BEING USED FCR
SAMPLE CAPTURE. '

DHS/DESLSForm C117 (Rev. 7-93)

Pussuant to section 28-1327, Arizons Revised Stathates, this document is a cerd Bed duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Stanstes, this document i a cavtified duplicace of the information contained in computer

storage devices of the Tueson Police Depantment.
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Pursuant to séction 28-1327, Arizona Revised Stanues, this document is a cectified duplicate of the information contained in computer
storage devices of the Tucson Police Department.




0 TEST
TEST BRAC WMALUE
GIp BLAHE L BE4A
eAMPLE IHTRODUCED
&7 INPROPER TIME.

L
— I"."'_ll

L

st |—-
e sl

TINME
15015

SUBIECT 5 NAME

ciw

THWiE FIRST GHGERVED

TS THLALN T LOCATION

i Lo

OPERATTA

ADCENOMAL INFOAMETION AhD) /DA AEMARES

WTOXILYZER" INSTRUMENT PRINTER CARD

S1986 by S INC
| S e o) :

V=//// A

%

Pursuant to section 28-1327, Arfzona Revised Statutes, this document is a certified duplicate of the information contained in computer

storge devices of the Tucson Police Department,
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EXHIBTT P

THIF REPORT FPREPARED PURSUANT TO DUTY IMPO3

BB O BOS=14-404:(A]}

LEIZOMA DEPARTM

l"1

WT OF HER

m

=
T

SERVICES

STANDRRD QUALITY RASSURANCE PR
INTOXILYZER MQAQDEL 5000

-l
|

DURES

©o
L

\
STANDARD CALTIBRATION CHECK DRGCEDURE‘&P\

Bgency Tucson Police Department Date 1{!?}&5' Time |J(gD5

QA Specialist -\_“Le_nnri‘-t:_{d CD;UHBS o e

9N

Intoxilyzer Serial ¢ [do—0OOYTIR ocatien oMW

{Print Name)

X

Pour a standard alcohol solutien of known wvalue into a
clean dry simulator jar and assembls the simulator.
Insure that a ciqht 523l has bsen mads

(=3

Standard value: . O¥S 4

Tiaen on the simulator a i3

each 34%Ccs.2°%€,

et Intoxilyser mode selection in the ACA mode by

switching mode sslection switch #9 on or selacting “C*
orn kevhoard menu.

4. Attach simulator te the simulator entrance port on the
Intoxilyzer.

5. Intoxilyzer 5000 display reads "REEADY TO START" or
TEODEH, BUTTON™ .

6. FPush Starft Test putton or press enter on keyboard.

7. Insert carcd In response teo display.

8. Air blank completed.

9. Calibration check completed.

Test results 0.075A0 + 0077 ac

10. Bir blank completed.

11. when display reads Test Complete remove evidence card.
Attach the ecard t¢ the completed checklist

12. BReturn mods selection switch £9 to off po51ti¢n aftexz
all calibration checks are complets or type Q@ and enter
on keybbarcd

STGNATURE ol J’U.ﬂ(_j f?ﬁ &M

*WITH OR WITHOUT .'A.PO ECIRCULATION AND WITH OR WITHOUT FEYBOARD

(3 )

|
[
fui

N ANOXRS K

DHS/DSLS/Form Clie (RBew. 7-83)

Pursuant 1o section 28-1327, Arzona Revised Statutes; this document i5 2 certified dunlicare of the Information contained in computer
storage devices of the Tucson Police Depanment.
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Pursuant to section 23-1327, Arizona Revised Stanues, this document is 2 certified duglicate of the information contained in computer

stornge devices of the Tucson Police Department:




